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WT1800 Custom Display 

 The WT1800 allows you the ability to create your own custom 
display 

 To load your custom display onto the WT1800 you must: 
1. Load Display Configuration (.txt) file that contains the functions to be 

displayed 
2. Load Background (.bmp) file that contains the custom background 

image  

 Background image files must meet the following requirements 
 File Format: BMP 
 Resolution: 800 x 672 pixels 
 Color Scale: 16-bit High color (R: 5 bits, G: 6 bits, B: 5 bits) 

                      24-bit True color (R: 8 bits, G: 8 bits, B: 8 bits) 
 Size: Approx. 1MB for 16-bit 

          Approx. 1.6MB for 24-bit 

 When loading Display Configuration and Background, please 
make sure the files are located in the same folder       
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Setting the Custom Display 
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1. Press 
[NUMERIC] 
button 

2. Press [FORM] 
button 

3. Select Custom 
Soft Key 

 



Loading the Custom Display 

1. Press [ITEM] button 
2. To load Display 

Configuration: Select Load 
Items Soft Key 

3. To load Background image  
 file: Select Load Bmp  

4. To Display Configuration 
and Background files: 
Select Load Items & BMP 
Soft Key  
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Loading the Sample Display 

1. Press [ITEM] button 
2. Press Load Items & 

Bmp Soft Key 
3. Highlight and Select 

Sample.TXT 
4. Press Items & Bmp 

Load Exec Soft Key 
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Customizing Display Items 
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1. Press Edit Items Soft 
Key 

2. Press Custom Items 
Soft Key 

3. Press Item No. Soft 
Key to select item 
number 

4. Press Function Soft Key 
to select measurement 
function 

5. Press Element to set 
the input element 

6. Push X Pos or Y Pos to 
change the display 
position 

7. Push Font Size to set 
the font size 

8. Push Font Color to set 
the font color 
 

 
 



Customizing Display Items 
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You may also edit the text file to quickly set the position of each 
measurement function 

 

 
 



Saving the Custom Display 
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1. Press [ITEM] button 
2. Press Edit Items Soft 

Key 
3. Press Save Custom 

Items Soft Key 
4. Press File List Soft Key 

to select Save 
Destination 

5. Press Save Exec 
 

 Saved file will be a 
.TXT file containing the 
display configuration 
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