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Thank you very much for selecting Data Logging Software GA10.
Please read the following carefully before using GateWT for GA10.

Applicable instruments
WT210, WT230, WT500, WT1800 
The WT310/WT330 can be connected by setting WT210/WT230 compatible command mode.

Communication ports
Ethernet and Serial communications are supported.

Downloading and installation procedures
Please visit the following URL: www.smartdacplus.com/software/en/
•	 Extract the downloaded file, then right click on an "exe" file and choose the menu Run as administrator.

Operating instructions
•	 See "WX1 GateWT User's Manual" (IM No, IM WX1-03E).
•	 Make the following substitution when reading the manual.

»» GateWT for GA10 for "Gate WT."
»» GA10 Data Logging Software for "DAQLOGGER." 

•	 Remote monitoring is not supported.
•	 Models other than the WT210/WT230/WT500/WT1800, and communication ports other than Ethernet and 

serial are not supported.
•	 To launch the program, click Start > All Programs > GateWT for GA10 > GateWT for GA10. For operating 
systems after Windows Vista, right-click GateWT for GA10 and click Run as administrator.

•	 Choose Gate for the model name (Device type) in the GA10 registration screen.
Trademark

SMARTDAC+ is a registered trademark of Yokogawa Electric Corporation.

Japanese
このたびはデータロギングソフトウェア GA10 をお求めいただきまして誠にありがとうございます。
GateWT for GA10 をお使いになる前に下記の点にご注意ください。
対象機種

WT210/WT230/WT500/WT1800 
•	 WT310/WT330 は、WT210/WT230 互換コマンドモードに設定することで接続できます。

通信ポート
Ethernet ポート、およびシリアルポート

ソフトウェアのダウンロードとインストール
ソフトウェアは右記の WEB サイトからダウンロードしてください。www.smartdacplus.com/software/ja/

•	 ダウンロードしたファイルを解凍した後、Install.exe を右クリックし［管理者として実行（A）］を選択し
てください。

使用方法について
•	 GateWT の取扱説明書 「WX1 GateWT ユーザーズマニュアル（IM No： IM WX1-03）」をご参照ください。
•	 マニュアルをご参照いただく際には、用語を以下のように読みかえて下さい。

»»「GateWT」→「GateWT for GA10」
»»「DAQLOGGER」→「データロギングソフトウェア GA10」

•	 リモートモニタには非対応です。
•	 WT210/WT230/WT500/WT1800 以外の機種、および Ethernet ポート / シリアルポート以外の通信ポートは

サポート対象外です。
•	 起動する際はスタートメニューで、すべてのプログラム＞ GateWT for GA10 ＞ GateWT for GA10 から起動

してください。OS が Windows Vista 以降の場合、GateWT for GA10 を右クリックし「管理者として実行」
を選択してください。

•	 GA10 の機器登録画面の［機種］は［Gate］を選んでください。
商標

SMARTDAC+ は、当社の登録商標です。
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